Severe cyanosis in a newborn after transvenous pacing wire placement.
Inadvertent disruption of tricuspid valve apposition by a pacing catheter in a neonate is described. Severe cyanosis due to atrial level shunting resulted, similar to the pathophysiologic state seen in Ebstein's anomaly.